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Assemply & Operating
nstruction

Name: MONTY-3D-Offset
Model Number: #11.4700, #11.4701, #11.4710, #11.4711, #11.4720, #11.4721
Instruction 1D: #00.574 A
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ASSEMBLY INSTRUCTION — ReH.. dart
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ASSEMBLY INSTRUCTION — ReH.. dart

Tighten only slightly!
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OPERATION INSTRUCTION grét daet

Name: MONTY-3D-Offset
Model Number: #11.4700, #11.4701, #11.4710, #11.471, #11.4720, #11.4721
Instruction ID: #00.574 A

Achtung! Attention!

BITTE ZUERST DAS GERAT ABNEHMEN Please remove device before removing tube.
und dann Rohr herrausziehen.
Only insert tube without a device attached.
Rohr nur ohne Gerate einstecken.
Only close the quick-release lever @
Schnellspanner @ nur mit eingestecktem with a tube inserted
Rohr schliel3en.
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OPERATION INSTRUCTION 2rét daet

From In-Use to the Exit Position

End

Start
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OPERATION INSTRUCTION grét daet

Name: MONTY-3D-Offset
Model Number: #11.4700, #11.4701, #11.4710, #11.471, #11.4720, #11.4721
Instruction ID: #00.574 A

Bei hohen Anwenderkrafte
kann die Park Position auch
als Benutzer Position
verwendet werden.

If user has a higher strength, the
park position can also be used as
the In-Use position.
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